Cylinder, graduated, mixing, 25-ml 

1/ea 


G2 

Sample Cells, 1-inch square, 10 ml, matched pair 

pk/2 

$111 

Stock 

Stoppers for 18 mm Tube 

pk/6 

$8.25 

Stock 

Scissors 

1/ea 


G2 

cotton balls, absorbent pk/100 

pk/100 


G2 

Cylinder, graduated, 5-ml 

1/ea 


G2 

Cylinder, graduated, 50-ml 

1/ea 


G2 

Cylinder, graduated, 250-ml 

1/ea 


G2 

Cylinder, graduated, mixing, 50-ml 

1/ea 


G2 

Funnel, separatory, 500-ml 

1/ea 

$136 

Stock 

pFi meter, sens/on 1, portable w/ electrode 

1/ea 


G2-With John West 

Spoon, measuring, 1-g 

1/ea 


G2 

Support Ring, 4" 

1/ea 


G2 

Support Ring Stand, 5"x8" base 

1/ea 


G2 

Sample Cell, 10-20-25 ml w/ cap 

1/ea 

42.62/6pk 

Stock 

Hot Plate 3.5" diameter, 120 Vac, 50/60 Hz 

1/ea 


G2 

Cylinder, Graduated, 25-ml 

2/ea 


G2 

Spoon, measuring, 0.1-g 

1/ea 


G2 

Balance, analytical, SL 3000, 100-240 V 

1/ea 


G2 

Boat, weighing, 8.9-cm square 

500/pk 

$110/pk 

Stock 

Bottle, Amber, 237-ml glass w/lid 

6/pk 


G2 

Distillation Apparatus, General Purpose Accessories 

1/set 

$333 

Week 

Distillation Apparatus, Arsenic Accessories 

1/set 

$640 

3 Days 

Flask, Volumetric, Class A, 1000-ml w/glass stopper 

1/ea 

$65.75 

Stock 

Flask, Volumetric, Class A, 200-ml 

1/ea 

$36.40 

Stock 


Flask, Volumetric, Class A, 500-ml 


Pipet Filler, Safety bulb 


Pipet, Serological, 5-ml 


$49.55/ea Stock 


$34.55Stock 


|$9.55/ea [stock 
I $11.20lStock 



line 8009 

line 8009 Manganese 8034 Manganese 8149 
Manganese 8034 Manganese 8149 
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